Table 1: Exposure parameters tested on five different projections during overcouch barium enema examination.
	Exposure Parameters
	Projections

	kV
	mAs
	Supine
	Right lateral decubitus
	Left lateral decubitus
	Prone
	Hampton’s

	65
	25
	–
	–
	–
	–
	–

	65
	32
	–
	–
	–
	–
	–

	75
	32
	–
	–
	–
	–
	–

	75
	40
	√
	√
	√
	√
	–

	80
	32
	+
	+
	+
	+
	–

	80
	40
	+
	+
	+
	+
	√

	· Underexposure, + Overexposure, √ Proper exposure 

Proper exposure is indicated by an adequate contrast and density of the radiographic images obtained.


